Telemetric cystometry.
We have developed a telemetric monitoring cytometry method of our own. Our telemetric cystometrograms were compared with regular cystometrograms in 4 patients. From these investigations, we concluded that wireless data transmission in urodynamics enables us to obtain more information on the intravesical pressure changes and to evaluate the patient's micturition disorders more accurately than with regular cystometry.